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SHVXOWYV
navigated 141

uneventful 116
converted 25

adverse events
software: 8 (registration)
handling 8 (slip, surgeon, clamp)
aborted 4 (unsterile, insufficient CT)
hardware 1 (defect)
planning: 2
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Screws 627
lumbar 563
cervical 22
thoracal 32
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